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In recent years, bone graft substitutes have been increasingly used in the medical field, for example, in order to promote new bone
formation. Microcomputed tomography (𝜇-CT) is an image-guided technique used in medicine as well as in materials science,
enabling the characterization of biomaterials with high spatial resolution. X-ray-based methods provide density information;
however, the question how far conclusions on chemical structures can be inferred from any kind of CT information has not been
intensively investigated yet. In the present study, a bone sample consisting of autogenous bone derived cells (ABCs) and bovine
bonemineral (BBM) was investigated by 𝜇-CT and Raman spectroscopic imaging, that is, by two nondestructive imagingmethods.
Thereby, the image data were compared by means of regression analysis and digital image processing methods. It could be found
that 51.8% of the variance of gray level intensities, as a result of 𝜇-CT, can be described by different Raman spectra of particular
interest for bone composition studies by means of a multiple linear regression. With the better description of 𝜇-CT images by the
linear model, a better distinction of different bone components is possible.Therefore, the method shown can be applied to improve
CT-image-based bone modeling in the future.

1. Introduction

Bone graft substitutes are widely used in the medical field
and their usage covers a broad range of applications as for
instance in dentistry or orthopedics. Bone grafting can be
required in order to repair skeletal defects either to replace
missing bone, filling voids, or to promote newbone formation
so as to be able to place for instance an implant. In recent
years an increase in demand for such bone graft substitutes
could be observed [1–5] and due to the demographic situation
especially in the United States and Europe a reversal of this
trend is not forecast today.These bone substitutes encompass
a variety of tissues andmaterials sources which canmainly be

distinguished by their source and properties, respectively. In
terms of their composition, bone graft substitutes can broadly
be divided in autograft, allograft, and xenograft materials.
Autograft materials are designated to a graft made of the
body’s own bone which is usually taken from the hip or
ribs, while allograft materials are made of human tissues.
Xenograft materials are derived from animals as cows or
pigs and are in fact established as well; however, autograft
materials are still considered as the gold standard inmedicine
for reasons of compatibility. Biomaterials can also be differen-
tiated due to their properties as osteogenesis, osteoinduction,
and osteoconduction. Osteogenesis describes the formation
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of new bone within the graft, osteoinduction refers to a
stimulation of cells to convert into cells that are able to form
bone, and osteoconduction means that the graft material acts
as a scaffold that is ideally resorbed later on [6, 7]. Due to
the fact that autogenous bone is not always available in the
required quantity, different materials have to be considered.
The question how materials with respect to allograft and
xenograft materials, respectively, behave after bone grafting
in terms of bone regenerationmechanisms (i.e., osteogenesis,
osteoinduction, and osteoconduction) and involved risks
for the patient, is subject of current research in medicine
[8–10]. The mechanical behavior after transplantation is a
different question which is of central interest in the medical
and engineering field and consequently subject of intense
research efforts. Bone tissue and the associatedmechanism of
bonemodeling as well as bone remodeling are not completely
understood yet due to the complex hierarchical structure of
that material [11, 12]. Numerous different imaging techniques
are used in order to address this problem.One of the probably
most frequently used technologies in terms of clinical as
well as material science is computed tomography (CT) and
X-ray microcomputed tomography (𝜇-CT) whereby 𝜇-CT
was developed based on computed tomography (CT) [13].
The benefit of 𝜇-CT is the higher spatial resolution and
is considered as a powerful tool in medicine and bone
research, respectively, [14, 15]. In matters of micromechanical
investigations, X-ray based technologies form the basis for
3D models that are used later for calculations based on
finite elements [16–18]. Admittedly the information content
of 𝜇-CT is strictly speaking limited to information of X-
ray absorption which does not necessarily allow conclusions
on tissues, especially if two different materials show either
a similar or nearly the same absorption coefficient. These
established methods (i.e., CT, 𝜇-CT) are still part of science,
but different techniques as Raman spectroscopy make an
important contribution to the investigation of such previ-
ously mentioned questions [19–21], specifically as soon as
Raman spectroscopy is used as imaging tool which is referred
to as Raman spectroscopic imaging. Raman spectroscopic
imaging can provide valuable clues in terms of the chemical
structure, the molecular vibrations, and thus the chemical
composition of cells and tissues, clues which are missing
when regarding any kind of X-ray based method. Because
that Raman spectroscopic imaging is bound by natural
limitations on surfaces the implementation of the chemical
information in generated 3D models requires as a prior
condition the knowledge of how the relationship of these two
different image data could be described in a mathematical
way. Therefore the present study elaborates the question how
far Raman spectra enable a description of a 𝜇-CT image by
means of a multiple linear regression.

2. Materials and Methods

In the present study a bone sample consisting of autogenous
bone derived cells (ABC) and bovine bone mineral (BBM)
was investigated with two different imaging techniques
whereas ABC as well as Bio-Oss were compounds of the

appropriate sample [22]. Bio-Oss, produced by Geistlich
Pharma AG, is a medical device based on bovine bone that
is commonly used in bone regeneration due to its osteo-
conductive properties with respect to dental implants and
periodontal defects, respectively.The sample originated from
minipigs (i.e., a crossbred of Minnesota pigs and Vietnamese
potbellied pigs) which were previously sinus grafted [22]. It
was investigated by Raman spectroscopic imaging on the one
hand and𝜇-CT on the other hand. Because the comparison of
the information from the two imaging methods is of central
interest, the bone sample in the present study was cut with a
saw so as to have a valuable point of reference whenmatching
the images.

The 𝜇-CT data were collected by using a GE phoenix | X-
ray nanotom 180NF with a minimal possible isotropic voxel
size (spatial resolution) of 0.5𝜇m. For the investigated bone
samples, a voxel size of 9.79 𝜇m was chosen. The tomograms
were generated with 80 kV voltage at the nano focus tube, the
measurement current was 300 𝜇A, and the integration time
at the detector was 500ms. Altogether 1.500 projections were
recorded, which led to a total measurement time of about 90
minutes. For image reconstruction a filtered back-projection
algorithm was applied by using the Nanotom reconstruction
software datos | X. The bone sample dried up to a moderate
rate during the recording and was immediately put in an
alcoholic solution again afterwards. This fact may have led to
a certain degree of imprecision.

The confocal Raman based investigations were carried
out with a Thermo Scientific DXR Raman microscope and a
laser excitation at 780 nm. The spatial resolution comprised
an area of approximately 3 by 4mm with an increment of
50𝜇m.The scanned area comprised an area of approximately
3 by 4mm with a step size of 50𝜇m. In each measurement
point the Raman spectrum was collected by accumulating
50 times with a period of 0.5 seconds for each single
accumulation. Some of the recorded Raman spectra had
a bad signal to noise ratio (SNR) because of fluorescence
from impurities on the surface but were not removed from
the data set due to data acquisition program limitations. As
the acquisition time by confocal Raman spectroscopy lasted
almost 50 hours, the bone sample, which was preserved in
an alcoholic solution before themeasurement procedure, was
completely dried up after the Raman measurement, causing
shrinkage of the sample.

Raman spectroscopic imaging results in a chemical map
comprising a multitude of spectra and thus showing the
intensities of the appropriate selected Raman shift. Raman
bands of particular interest for compositional studies regard-
ing bone are listed inTable 1 [21]. Each peak can be considered
as an indicator for either bone, collagen, or other tissues. The
two CH related vibrational modes are present in collagen
as well as noncollagenous organic moieties. Bone apatite, in
which phosphate is substituted among other with carbonate
ions (i.e., type B carbonate substitution), changes various
physical properties of hydroxyl(l)apatite (OHAp) and is used
in bone graft substitutes due to its chemical similarity to
bone mineral [23]. Carbonated hydroxy(l)apatite promotes
the osseointegration of hydroxyl(l)apatite [24], but there are
important chemical and structural differences between the
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Table 1: Selected Raman bands of bone and the manually defined maximum intensities.

Raman peak Peak position (cm−1) Intensity (cps) Presence of
]
1

PO
4

961 400 Bone
]
2

PO
4

438 200 Bone
]
4

PO
4

589 200 Bone
Amide I 1677 150 Collagen
Amide III 1256 150 Collagen
C-H bending 1458 150 Organic moiety
C-H stretching 2937 500 Organic moiety
Type B carbonate substitution 1075 200 Bone mineral

mineral in bone and carbonated apatite [23]. This should be
taken into account regarding the indicated presence of type
B carbonate substitution in Table 1. It could be found that the
intensities of B type carbonate substitution concur extremely
well with the Bio-Oss correlation map. Considering the fact
that Bio-Oss is reported to contain carbonate apatite [25] the
vibrationalmode at 1075 cm−1might explainmost notably the
presence of Bio-Oss as well.

In addition to these characteristic vibrational modes,
reference measurements of known compounds were done in
order to be able to compare the spectra of the bone sample
with the spectra from a known compound. Correlation maps
can help to identify different compounds in the augmented
bone sample more easily which is part of the sample.

These materials mentioned previously were Bio-Oss, Bio-
Gide (a naturally resorbable bilayer membrane consisting of
porcine collagen and produced by Geistlich Pharma AG),
tricalcium phosphate powder (Carl Roth GmbH & Co. KG)
with a purity grade of 99.9%, and bone as well as fat of pork,
both provided by the local butcher.

The Raman spectra obtained with laser excitation at
780 nm showed a fluorescent background, which influences
the quality of the data evaluation. All the spectra had
therefore to be corrected applying an automatic baseline
correction using the software solution of Thermo Scientific
Inc. (OMNIC 8) for Raman applications.

There are a variety of ways to achieve a baseline correction
using OMNIC 8. The basic idea is to fit a function through
selected background points and subtract the resulting back-
ground from the trace.This can be achieved either by a linear
equation or by polynomials of 1st up to 6th order. In order
to find the coefficients of the function a matrix inversion
technique is used. In case of logarithmic or exponential func-
tions the equation is linearized prior to this by a natural log
transformation. The underlying algorithm for an automatic
baseline correction is commonly employed in industry in
terms of spectral processing and fits the baseline through an
iterative process [26].

On the basis of the chemical information contained in
the Raman bands 13 different images could be generated,
each showing the intensities related to the appropriate Raman
band and reference (i.e., known compounds) spectrum,
respectively. The key task of the present study was to deter-
mine how the different Raman spectra can describe the 𝜇-CT

image on the basis of a linear relationship; therefore amultiple
linear regression according to (1) was chosen for modeling:
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0
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𝑖

𝑋
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. (1)

With such a model it is not only possible to describe pure
materials but also material compositions by means of Raman
intensity spectra (term on the right side). These chemical
data are used to describe the 𝜇-CT information (term on the
left side). The regression parameters 𝑏

𝑗

of the linear estima-
tion function (1) are assumed by minimizing the residuals
following the least square method in which each variable
𝑋
𝑗

represents a Raman spectrum. For this purpose the 𝜇-
CT image was considered as the dependent variable and the
Raman spectra consequently as the independent variables.
The constant 𝑏

0

can be interpreted as a gray level value
from where all alterations work. In order to avoid redundant
information in the model, variables (Raman spectra) that
could be described by other variables within the data set were
removed as soon as the coefficient of correlation exceeded a
value of ±0.9. The coefficients of correlation were calculated
following Pearson’s ratio which is defined as the covariance
of two variables divided by the product of their standard
deviation (2):

 (𝑋, 𝑌) =
COV (𝑋, 𝑌)
𝜎 (𝑋) 𝜎 (𝑌)

. (2)

After the data set was screened with the help of a correlation
matrix all those spectra which enabled a description of the 𝜇-
CT image were determined.The odd data set (i.e., the data set
without those spectra according to Table 2) formed the basis
for a multiple linear regression. Additionally it can generally
be specified that an unreasonable or unnecessary increase
of explaining variables possibly leads to an artificially raised
coefficient of determination of themodel and thereby distorts
the result. This fact emphasizes the need for data sets to be
screened before performing a multiple linear regression.

The goodness of fit of the model can be verified on the
one hand by means of the coefficient of determination and
on the other hand by means of an 𝐹-test. If there is a true
causal relationship between the dependent variables 𝑋

𝑗

and
the independent variable �̂�, respectively, the coefficients 𝑏

𝑖

are
not equal to null. The null hypothesis suggests (3) that there
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Table 2: Correlations matrix of the Raman bands and the reference spectra following the order: (1) Bio-Oss, (2) tricalcium phosphate, (3)
Bio-Gide, (4) pork bone, (5) pork fat, (6) Amide I, (7) Amide III, (8) CH bending, (9) CH stretching, (10) phosphate bending (]2PO4), (11)
phosphate bending (]4PO4), (12) phosphate stretching (]1PO4), and (13) type B carbonate substitution.

𝑖 1 2 3 4 5 6 7 8 9 10 11 12 13
(1) 1 0.059 −0.507 −0.488 −0.486 0.152 0.166 0.339 −0.404 −0.054 −0.087 0.283 0.149
(2) 0.059 1 0.562 0.680 0.335 0.251 0.140 0.055 0.396 0.620 0.556 0.804 0.482
(3) −0.507 0.562 1 0.972 0.828 0.211 0.089 0.046 0.689 0.315 0.280 0.341 0.142
(4) −0.488 0.680 0.972 1 0.841 0.246 0.120 0.067 0.740 0.440 0.398 0.468 0.261
(5) −0.486 0.335 0.828 0.841 1 0.196 0.091 0.249 0.783 0.202 0.172 0.207 0.105
(6) 0.152 0.251 0.211 0.246 0.196 1 0.957 0.850 0.555 0.737 0.746 0.579 0.838
(7) 0.166 0.140 0.089 0.120 0.091 0.957 1 0.827 0.441 0.695 0.717 0.480 0.834
(8) 0.339 0.055 0.046 0.067 0.249 0.850 0.827 1 0.497 0.464 0.470 0.411 0.636
(9) −0.404 0.396 0.689 0.740 0.783 0.555 0.441 0.497 1 0.588 0.566 0.495 0.507
(10) −0.054 0.620 0.315 0.440 0.202 0.737 0.695 0.464 0.588 1 0.985 0.793 0.923
(11) −0.087 0.556 0.280 0.398 0.172 0.746 0.717 0.470 0.566 0.985 1 0.729 0.918
(12) 0.283 0.804 0.341 0.468 0.207 0.579 0.480 0.411 0.495 0.793 0.729 1 0.783
(13) 0.149 0.482 0.142 0.261 0.105 0.838 0.834 0.636 0.507 0.923 0.918 0.783 1

is no difference between the regression coefficients 𝑏
𝑖

of the
function and can thus be rejected on the basis of an 𝐹-test:

𝐻
𝑜

: 𝑏
1

= 𝑏
2

= ⋅ ⋅ ⋅ = 𝑏
𝑖

= 0. (3)

In this study two multiple linear regressions are presented.
The first one, which refers later on to model 1, incorporates
all spectra whereas in the second one, which refers to
model 2, variables not significant according to the 𝐹-test
were excluded using the so-called backwards method. This
technique operates progressively as it starts with a linear
model including at first all variables and excludes variables
afterwards step by step.This is done by evaluating the highest
empirical 𝐹-value and has the benefit of reducing the amount
of variables once more.

The coefficients 𝑏
𝑖

of the hyperplane �̂� (1) are not directly
comparable according to their influence on the estimated
variables as these explanatory variables (i.e., the independent
variables) can be scaled differently. In order to be able to
compare the explanatory variables with each other Backhaus
et al. [27] suggests to standardize the coefficients following (4)
where the so-called Beta values 𝛽

𝑖

are the standardized coef-
ficients, 𝑏

𝑖

the unstandardized coefficients, 𝑠
𝑥𝑖
the standard

deviation of the appropriate variable, and finally 𝑠
𝑦

, which
is the standard deviation of the dependent variable �̂�. The
higher the influence of a variable, the higher the absolute
value of the standardized coefficient:

𝛽
𝑖

= 𝑏
𝑖

𝑠
𝑥𝑖

𝑠
𝑦

. (4)

Initially the linear equation was calculated factoring all the
remaining Raman spectra regardless whether the coefficients
were significant with reference to a 𝑡-test or not. In a second
stage the regression parameters 𝑏

𝑗

were tested by means of a
two tailed 𝑡-test at which the null hypothesis (5) was rejected

Figure 1: The appropriate region of interest related to the 𝜇-CT
image.

in favor of the alternative hypothesis (6) at a confidence level
of 0.95:

𝐻
𝑜

: 𝑏
𝑖

= 0, (5)

𝐻
1

: 𝑏
𝑖

̸= 0. (6)

It must be added that all calculations were carried out on
the basis of gray level images although the Raman intensities
in this paper are displayed in color. This does not have any
impact on the results but solely on the perception of the
information. Differences can be determined visually much
more easily by the reader using color images instead of gray
level images. All the charts and the associated statistical
calculations were carried out in SPSS 19 whereas all the
images were processed using MATLAB 2011a. In terms of a
base line correction the spectra resulting from the Raman
measurement were processed in OMNIC 8 as the algorithm
for automatic base line correction was applied directly.

3. Results

The region of interest (ROI) is denoted by the red rectangle
(Figure 1) in which the two kerfs serving as an orientation
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mark are located. Due to the fact that Raman spectroscopic
imaging is limited to surfaces by natural conditions and 𝜇-
CT provides images of the internal structure the very best 𝜇-
CT image was selected manually being as close as possible to
the surface and preserving an appropriate image quality at the
same time.

The microscopic image in Figure 2(a) has been assem-
bled from several individual images, which were stitched
together to produce an overview image with high reso-
lution. The squares are a result of this stitching process
because the borders of the individual images remain visible.
The accuracy of the microscopic evaluation is not affected
by this phenomenon. In Figure 2 the microscopic image
(Figure 2(a)) is compared with the corresponding Raman
image (Figure 2(b)) showing the intensity distribution of the
Amide III band, where red indicates a high and blue very low
intensity.

The colors in between follow the order of the rainbow
colors. In addition the Raman image was overlapped with
the 𝜇-CT image (Figure 2(c)) in order to gain a first visual
impression of the relationship between these two image
data. In entirely practical terms it can be observed that
the shrinkage as a consequence of dehydration of the bone
sample due to the long term measurement is narrowed to
a moderate rate. The generated Raman images (Figure 2(b))
turned out to vary in intensity to such an extent that some of
the spectra were enhanced by reducing the maximum value
of the range of intensity. This means that values which were
at a low level before (f.i. green) are displayed subsequently at
a higher level as orange or yellow for instance. Figure 3 shows
in an exemplary manner the impact of such a processing. On
the left side a chemical map focusing on a Raman peak at
1500 cm−1 is given. The intensity maximum of the range is
indicated by OMNIC 8 with 420. The maximum value was
reduced in a second step to a value of 210. Lower intensities,
which were poorly visible before (Figure 3(a)) can now be
determined in a better way (Figure 3(b)). At the same time
the intensities at the green spot in the upper region are raised
accordingly following the order of the rainbow colors. The
maximum values, as they were set in the present study, are
listed in Table 1.

In an exemplary manner the effect of the performed
baseline correction is displayed in Figure 4 by means of the
reference spectrum of pork bone. It can be seen how the
background is obscured due to fluorescence and how the
background is flattened bymeans of the baseline correction in
virtue of the Thermo Scientific software solution for Raman
applications.

In a further step all those spectra showing a coefficient
of correlation greater than ±0.9 were removed from the data
set and all further analyses were carried out with the reduced
data set. In the event that highly correlated data within the
data set could not be cleaned up the outcome will inevitably
lead to a falsification of the explanatory linear model as
explained in the previous chapter. In Table 2 the correlation
matrix is given on which basis the data set was filtered.

Table 3 provides an overview of the spectra pairs exceed-
ing the previously defined Pearson’s correlation and those

which were retained and removed respectively. It could be
found that four data pairs fulfilled the determined criteria,
accordingly four data set were removed and the statistical
calculations were continued without Bio Gide, the Amide III
band and without the two phosphate bending modes.

Table 4 sums up the results with model 1 referring to the
forced multiple linear regression and model 2 referring to
the regression eliminating all those coefficients having no
significant contribution to the linear model according to the
𝑡-test. Furthermore the Raman peak at 438 cm−1 (]

2

PO
4

)
highly correlates with the Raman peak at 589 cm−1 (]

4

PO
4

).
Both were removed given that each of these Raman peaks
highly correlates with the Raman peak at 1075 cm−1 and
exceeded the previously determined criterion (i.e., ±0.9).

The global statistical evaluation shows by means of the
coefficient of determination and the adjusted coefficient of
determination, respectively, the goodness of fit of the total
linear model. In conclusion at least 51.8% of the variation
can be explained by the linear model. The goodness of fit
remains unchanged after exclusion of the variable tricalcium
phosphate and thus clearly indicates the very low explanatory
amount of the same. All further observations are based on the
multiple linear regression in which tricalcium phosphate was
removed (model 2).

In Figure 5 the normal probability plot of the standard-
ized residuals is given. In case of a perfect match all the
data points would be on the linear equation. The residuals
are arranged close to the straight line which emphasizes
the normal distribution of the residuals. The assumption of
normal distributed standardized residuals is relevant with
reference to the coefficients (i.e., 𝑏

0

, 𝑏
𝑖

) because these estima-
tors are assumed to be normal distributed when choosing a
multiple linear model and performing an 𝐹-test and 𝑡-test,
respectively. In case of not normal distributed residuals the
test statistics used would not be valid.

Table 5 gives an overview of the unstandardized coef-
ficients as well as of the standardized coefficients and the
appropriate 𝑡-test results for each linear model. The confi-
dence interval is stated for the unstandardized coefficients.

The compound eliminated due to the 𝑡-test was the corre-
lation map of tricalcium phosphate showing a significance of
0.593 and thereby exceeding the defined limit of 0.05. Some
of the values are low to such an extent that the decimal place
cannot be seen in Table 5, but that does not mean that the
significance has the value zero. As mentioned previously, the
coefficients can be compared to each other directly as soon
as they are standardized. The underlying intention thereby
is to get rid of the different measurement dimensions which
allow a comparison and thus a reasonable interpretation of
these values with respect to their importance. In other words,
the higher the value, the greater the importance of a variable
𝑋
𝑖

. A coefficient with a negative algebraic sign means that
the constant (i.e., average gray level value) is decreased by
the amount indicated by the appropriate coefficient 𝑏

𝑖

and
𝛽
𝑖

, respectively. A positive coefficient means vice versa that
the constant is increased by the correspondent coefficient
𝑏
𝑖

within that linear model. However, the coefficients can
only be interpreted that way if the 95% confidence interval
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Table 3: Spectra showing a correlation greater than ±0.9.

Retained spectra Removed spectra
Raman peak Peak position (cm−1) Raman peak Peak position (cm−1)
Pork bone Correlation map Bio-Gide Correlation map
Amide I 1677 Amide III 1256
Carbonate subst. 1075 ]2PO4 438
Carbonate subst. 1075 ]4PO4 589

(a) (b) (c)

Figure 2: (a)Microscopic image, (b) Raman image showing the intensity distribution of the Amide III band, and (c) Raman image overlapped
with the 𝜇-CT image.

(a) (b)

Figure 3: (a) Raman map with its original intensity range [0–420]. (b) Raman map with its reduced intensity range [0–210].
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Figure 4: (a) Raman spectrum of pork bone showing fluorescence. (b) Corrected Baseline of the same spectrum.
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Figure 5: Normal probability plot.

Table 4: Model summary.

Model 𝑅 𝑅 square Adjusted 𝑅 square
1 0.720 0.519 0.518
2 0.720 0.519 0.518

does not include the value zero. As soon as zero is part
of the interval this statement is not true. Furthermore the
confidence intervals provide information with respect to the
unstandardized coefficients.

Table 5 offers an overview of the standardized values of
both linear models. It can be observed that the CH bending
mode together with the pork fat correlation map is the
strongest positive standardized estimators in model 1 and
the only ones regarding model 2. The confidence interval
of these modes is positive as well and does not include the
value zero for the unstandardized coefficients.This allows the
conclusion that an increasing amount of CH bending mode
and pork fat will lead to a higher 𝜇-CT value.

The most important negative estimators are given with
the carbonate substitution mode and the correlation map of
pork bone.The corresponding intervals are also negative and
do not include the value zero. A higher amount of that mode
and pork bone, respectively, will lead to a lower 𝜇-CT value.
Such a breakdown (Table 5) shows which vibrational mode
and component, respectively, influence the estimators (i.e.,
coefficient) the most.

In order to discuss the error of the presented linear
regression model the residual plots are given in the form
of scatterplots (Figure 6) in which the residuals of the
regression model are plotted against each variable 𝑋

𝑗

. By
means of these figures it can be determined whether the
residuals are randomly scattered or not. If it happens that the
residuals appear to be not randomly scattered, different addi-
tional parameters might be overlooked. Although tricalcium
phosphate was excluded in model 2 the appropriate residual
plot is nevertheless presented.

It can be observed that the scattering of the residuals
appears differently in each case. Although the data seem
to be well (i.e., randomly) spread around the red zero
line, two main different data structures become visible
and conspicuous, respectively, and are marked with two
different colors (i.e., green and blue). In Figure 6(i) the
intensity values for the type B carbonate substitution are
displayed on the horizontal axis and the residuals are layed
on the vertical axis. Those values which are framed with the
green ellipse are distinctive and were accordingly assigned
in the other figures (Figures 6(b), 6(c), 6(d), 6(f), and
6(g)). These data points show an unreasonable SNR which
might be caused by impurities on the surface of the bone
sample [28].

In Figure 6(h) the intensity values for phosphate (Raman
peak at 961 cm−1) and the residuals are displayed in exactly
the same manner regarding the axes as previously described.
The values which are marked with the blue ellipse in
Figure 6(h) show an unreasonable SNR too. In large parts
the values marked with the blue ellipse in Figures 6(e)
and 6(f) are also affected by a bad SNR. A reason for
this might be impurities on the surface of the sample
again causing a general degradation of the Raman signal.
This hypotheses, however, was not verified for which rea-
son these data could not be excluded. These impurities
might have changed their chemical composition due to the
energy input of the laser which leads to the conclusion
that any testing of that hypotheses is hardly feasible. There-
fore a clear statement regarding these data would be too
complicated.

Thus the error of the regression model can be traced back
to two parameters. Firstly impurities on the surface of the
sample are able to cause measurement errors which cannot
be explained by the model and thus effect a major scattering.
Secondly the model is not up to the task of explaining
the overall variance. Different investigation methods could
possibly lead to a clearer explanation regarding the material
composition.
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Table 5: Results of the multiple linear regression.

Model Raman spectra Unstand.
coefficient

Stand.
coefficient

Significance
(𝑡-test) Confidence interval (at a level of 0.95)

Constant 182.438 — — 165.405 199.471
Bio-Oss −0.050 −0.049 0.022 −0.092 −0.007
Tricalcium phosphate 0.009 0.013 0.593 −0.023 0.041
Pork bone −0.109 −0.391 0.000 −0.132 −0.085

1 Pork fat 0.153 0.172 0.000 0.095 0.210
Amide I −0.087 −0.064 0.058 −0.176 0.003
CH bending 0.547 0.550 0.000 0.483 0.612
CH stretching −0.384 −0.179 0.000 −0.482 −0.287
Phosphate stretching −0.099 −0.201 0.000 −0.126 −0.071
Carbonate substitution −0.709 −0.356 0.000 −0.809 −0.609
Constant 183.728 — — 167.366 200.090
Bio-Oss −0.048 −0.047 0.026 −0.090 −0.006
Pork bone −0.104 −0.375 0.000 −0.122 −0.087
Pork fat 0.147 0.165 0.000 0.094 0.199

2 Amide I −0.097 −0.072 0.018 −0.178 −0.016
CH bending 0.551 0.554 0.000 0.488 0.614
CH stretching −0.389 −0.181 0.000 −0.485 −0.293
Phosphate stretching −0.096 −0.196 0.000 −0.122 −0.070
Carbonate substitution −0.701 −0.352 0.000 −0.797 −0.605

For this study a coefficient of correlation of 0.72 is
sufficient in order to evaluate the presentedmethod for which
reason further methods do not appear necessary.

4. Discussion and Conclusion

Due to the fact that the sample was drying (moving) over
time, for the applied 𝜇-CT scans a compromise of contrast,
image quality andmeasurement time had to be found. Results
according to this approach show that hardly any conclusion
on the chemical composition of the sample can be made by
means of a 𝜇-CT image solely. Alternatively to 𝜇-CT it may
be possible to use synchrotron radiation for CT. Indeed, syn-
chrotron radiation offers significant advantages in terms of
coherence, brilliance, and divergence of the beam [29] which
results in fewer artifacts, improved contrast, and resolution,
as well as much lower measurement times. These aspects
will be taken into account in further investigations since
synchrotron radiation together with Raman spectroscopy
might possibly make another important contribution to the
characterization of biomaterials.

Raman spectroscopic imaging is a tool that is up to
the task of providing valuable additional information and
has been successfully used in the present study in order to
characterize biomaterials such as bone samples consisting of
bone graft substitutes.

The development and generation of the present mathe-
matical model, comprising correlation calculations, multiple
regression analysis, and digital image processing methods,
showed that 51.8% of the variance of the gray level pixels can

be successfully explained that way. Considering the fact that
interpretations on the composition of bone graft substitutes
and bone, respectively, are still carried out to a great extent
on the basis of CT information, this study emphasizes the
lack of deeper knowledge and understanding regarding the
characterization of such materials on the one hand and
highlights once more the importance of implementation
of further imaging techniques on the other hand. Raman
spectroscopy and other spectroscopic based examination
methods should be embedded in further research efforts
intensively since CT data do not provide reliable information
on the chemical structure of biomaterials.

In view of the present results it can be stated moreover
that this model needs to be improved by further data
acquisition. The composition of the material in this study is
very complex; thus further research efforts will be carried out
on the basis ofmaterials showing a lower degree of complexity
with respect to their composition. The development of
mathematical descriptions can thus be improved more easily
in future.

This method is appropriate in order to improve the
accuracy of 3D models which are exclusively based on CT
image data and is thereby able to increase the quality of
predictions on, for instance, micromechanical properties of
bone and bone graft substitutes, respectively. An improved
course of action in this regard is probably also of benefit to
medical routines since the question how well such substitute
materials are able to merge with body’s own bone is still of
importance in the medical field in terms of evaluation and
characterization of such materials.
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Figure 6: Residual plots and marked faulty measurements: (a) Bio Oss, (b) tricalcium phosphate, (c) pork bone, (d) pork fat, (e) Amide I, (f)
CH bending, (g) CH stretching, (h) phosphate stretching at 961 cm−1, and (i) carbonate substitution.

The question as to how far chemical maps by means of
Raman spectroscopic imaging are allowed or even should be
processed in terms of digital image processing techniques
remains open and should be generally discussed in a scientific
context since every image enhancement possibly affects the
result.
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